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Consultation: 06/04/2018 – 20/04/2018 
Version of document consulted on: TP 12df+ 
Proposal for changes 

Comment number 1  

Date received 18/04/2018 Lab name/Professional 
body  

NHS Shetland 

Section page 8 

Comment 

You mention methylene green DNase agar-I just tried to order some from Oxoid 
Thermofisher who have discontinued this media. Does this need to be deleted therefore 
from this SMI? 

Evidence 

Email from Thermofisher: Unfortunately we don't have PO1000A, it's been withdrawn 
from sale. Would you like me to process the rest? 

Financial barriers 

Not completed. 

Health benefits 

Not completed. 

Recommended 
action 

NONE 
Other commercial companies produce this agar at the time of 
the writing. 

 

Respondents indicating they were happy with the contents of the document 

Overall number of comments: 3 

Date received 20/04/2018 Lab name/Professional 
body  

IBMS 

Health benefits 

Not completed. 

Date received 20/04/2018 Lab name/Professional 
body  

SfAM 

Health benefits 

Not completed. 

Date received 20/04/2018 Lab name/Professional 
body  

PHE 
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Health benefits 

No.  
 


